
pISSN: 1011-8942  eISSN: 2092-9382

© 2021 The Korean Ophthalmological Society
This is an Open Access article distributed under the terms of the Creative Commons Attribution Non-Commercial License (http://creativecommons.org/licenses 
/by-nc/3.0/) which permits unrestricted non-commercial use, distribution, and reproduction in any medium, provided the original work is properly cited.

337

Original Article

Purpose: To evaluate the compatibility of corneal curvature and astigmatism, and higher-order aberrations (HOAs) measured 
by the Scheimpflug camera Pentacam HR and the swept-source optical coherence tomography ANTERION. 

Methods: This prospective study included normal subjects with no ophthalmic history. Steep keratometry (K), flat K, astig-
matism and its axis of the anterior and posterior surfaces, total corneal power, and HOAs using the two instruments were 
compared. To compare the mean values of the measurements, a paired t-test was used. Bland-Altman analysis was applied to 
assess the agreement between the two devices. 

Results: Fifty-three eyes of 53 subjects were evaluated. There were statistically significant differences for steep K, astig-
matism, and vector J0, J45 in the anterior surface and total corneal power between the two devices (p < 0.05). There were 
also significant differences in the most of the keratometric values of the posterior corneal surface (p < 0.05) except J0 (p = 
0.410). Both devices showed strong positive correlations in steep K, flat K, astigmatism (r > 0.81, p < 0.001) with wide ranges 
of a 95% limit of agreement. Vectoral components were significantly correlated (r > 0.78, p < 0.001) with narrow 95% limit of 
agreement, except J45 of the posterior surface (r = 0.39, p = 0.004). In the corneal HOAs, there were statistically significant 
differences in the vertical coma, horizontal trefoil, spherical aberration, and root mean square of each fifth- and sixth-order 
Zernike coefficient (p = 0.043, p = 0.041, p < 0.001, p < 0.001, and p < 0.001, respectively). Other HOAs showed moderate 
to strong positive correlations (r > 0.37, p < 0.05). Most HOAs, except for the horizontal trefoil, showed clinically acceptable 
agreements. The total root mean square of HOAs was not significantly different between the two devices (p = 0.122).

Conclusions: Most of the keratometric values cannot be used interchangeably. However, the vectoral component of astig-
matism showed clinically good agreement. Several HOAs have statistically significant differences; however, almost all HOAs 
showed acceptable agreements, except for the horizontal trefoil. 
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The measurement of the ocular anterior segment is es-
sential in many clinical settings for the diagnosis of corne-
al diseases and perioperative evaluation for cataract sur-
gery, corneal transplantation, and laser corneal refractive 
surgery. Several instruments using various principles, in-
cluding the Scheimpflug camera, optical coherence tomog-
raphy (OCT), Scheimpflug-Placido topography, and color 
light-emitting diode (LED) corneal topographer provide 
many measurements, such as anterior and posterior curva-
ture, total corneal power (TCP), central corneal thickness, 
pupil diameter, white-to-white, anterior chamber depth, 
lens thickness, and corneal wavefront analysis [1-3].

Keratometry is one of the major measurements that can 
be acquired by those instruments. Recent studies have sug-
gested that the use of total keratometry, including posterior 
corneal curvature, for intraocular lens (IOL) power calcu-
lation showed higher accuracy than conventional keratom-
etry regarding anterior cornea curvature [4,5]. Other stud-
ies have reported the consideration of posterior corneal 
astigmatism when selecting a toric IOL can improve re-
fractive outcomes after cataract surgery [6-9]. Thus, it is 
important to accurately measure and use corneal refractive 
power to achieve better results.

Corneal higher-order aberrations (HOAs) can be also 
measured with anterior segment instruments using wave-
front analysis. HOAs importantly affect the quality of vi-
sion. Among the HOAs, coma, trefoil, and spherical aber-
ration are known as visually significant aberrations; the 
vertical coma and spherical aberration are known as the 
two major HOAs that clinically significantly increase in 
keratoconus patients [10,11], and are related to visual acuity 
and discomfort after cataract surgery patients [12-14]. In 
addition, as the number of premium cataract surgeries us-
ing multifocal or toric IOL gains popularity in patients 
who had corneal refractive surgery, cut-off values of 
HOAs are suggested for those patients to prevent postoper-
ative suboptimal visual outcome and patient’s dissatisfac-
tion [15]. Therefore, measuring corneal HOAs is essential 
for predicting and interpreting visual performance under 
various conditions.

The recently developed ANTERION (Heidelberg Engi-
neering, Heidelberg, Germany) is a high-resolution swept-
source optical coherence tomography (SS-OCT) device 
that provides a variety of anterior segment metrics, includ-
ing anterior, posterior, and total corneal curvatures, as well 
as HOAs with high-resolution, speed, providing an axial 

length, which calculates the IOL power as well. The high 
repeatability of anterior segment measurements including 
HOAs and axial length in ANTERION, has been reported 
[16-18], and the interchangeability in corneal curvature, 
white-to-white, pupil diameter, and anterior chamber depth 
between other devices such as IOL Master 700 (Carl Zeiss, 
Jena, Germany), Pentacam (Oculus, Wetzlar, Germany), 
and Cassini II (i-Optics, Den Haag, Netherlands) have been 
studied [19-22]. However, there is no comparative study on 
the HOAs of ANTERION with the Pentacam HR device. 
Accordingly, the purpose of this study is to confirm the 
agreement and compatibility of corneal curvature, astig-
matism, and corneal HOAs measured by Pentacam HR 
and ANTERION.

Materials and Methods 

Subjects

This prospective study was conducted following the 
Declaration of Helsinki and approved by the institutional 
review board of Ewha Womans University Medical Center 
(2021-01-005). The study was explained to all patients, and 
informed consent was obtained from all enrolled subjects. 
This study was conducted between February 15, 2021, and 
February 28, 2021, in adults aged 20 to 60 years of age 
without an ophthalmic history. The subjects who have ocu-
lar conditions such as keratoconjunctival diseases includ-
ing dry eye syndrome and conjunctivochalasis, who had a 
history of laser corneal refractive surgery or ocular trau-
ma, and who used contact lenses within one week were ex-
cluded. Subjects who showed an error on the measure-
ments because of excessive blinking or who complained of 
ocular discomfort during the examination were also ex-
cluded. 

Devices

The Pentacam HR has a Scheimpflug camera that rotates 
360 degrees to obtain an elevation map of the anterior and 
posterior surfaces of the cornea. It analyzes the shape of 
the cornea and calculates the HOAs of the anterior and 
posterior surfaces, and total of the cornea. The wavefront 
aberration data are ray-traced calculated [23,24]. The AN-
TERION is a newly developed SS-OCT device that uses a 
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longer wavelength (1,300 nm) light source to offer 
high-resolution anterior segment biometry. All measure-
ments are assisted by an eye-tracking technology, centered 
on the corneal vertex. A total of 65 radial B-scan images 
and 256 A-scans per B-scan are acquired quickly. Using 
the Cornea App mode, corneal topography and tomogra-
phy, corneal wavefront analysis and pachymetry data can 
be measured within a few seconds. Anterior and total cor-
neal wavefront error was calculated using ray tracing 
method [25].

Measurement process and measured parameters 

One trained examiner performed the ocular examination, 
including visual acuity, slit lamp microscopy, autorefractor/
keratometer (ARK-510A; NIDEK, Gamagori, Japan), and 
two anterior segment imaging devices in the order of AN-
TERION and Pentacam HR in mesopic condition. Each test 
was performed after at least a 5-minute interval, and in all 
tests, the right eye was measured first. Both devices provide 
image quality assessment, so only cases that pass the quality 
evaluation were included in the study; quality factor provid-
ed by Pentacam HR is ‘OK’ and acquisition quality informa-
tion provided by ANTERION, including motion, fixation, 
tear film and lid, camera image segmentation, refraction 
correction and required data point shows ‘pass’. A slit lamp 
examination was performed using a fluorescein strip (Fluo-
rescein Strip; Haag-Streit USA, Mason, OH, USA) to evalu-
ate the tear break up time and corneal pathology. 

For corneal keratometry, steep keratometry (Ks), flat ker-
atometry (Kf), and astigmatism (Kastig) in the anterior, pos-
terior curvature, and TCP were compared between the two 
devices. The keratometry for the steep and flat meridian of 
the anterior and posterior cornea was measured within the 
central 3-mm zone in the two devices. The TCP was also 
measured by ray tracing with a diameter of 3 mm in two in-
struments. The power vector analysis of astigmatism was 
performed using the following formulae based on the method 
described by Thibos et al. [26] and Thibos and Horner [27]. (1) 
J0 = [-C/2 × Cos 2θ] (2) J45 = [-C/2 × Sin 2θ], where C is neg-
ative cylindrical power (Kf - Ks) and θ is the cylindrical axis 
(flat meridian). J0 is the power of Jackson cross-cylinder pow-
er vector at 90- and 180-degrees axes, thus positive values of 
J0 indicate with-the-rule astigmatism. J45 is the power of the 
Jackson cross-cylinder power vector at 45- and 135-degrees 
axes. These two vectoral components, J0 and J45, were also 
compared for anterior, posterior, and total corneal astigma-
tism in a 3.0-mm zone.

In corneal HOAs, each Zernike coefficient of oblique tre-
foil, vertical coma, horizontal coma, horizontal trefoil, and 
spherical aberration were compared at the diameters of a 
6-mm zone. The root mean square (RMS) of each third to 
sixth order Zernike coefficients and the RMS of total HOAs 
were also analyzed. In the Zernike polynomial coefficient, 
the result sheet of the ANTERION device provides up to 
one decimal place and that of Pentacam HR up to three dec-
imal places, so the results of Pentacam HR are rounded up 
to one decimal place for comparison (Fig. 1A, 1B).  

A B

Fig. 1. Representative outcome images of wavefront analysis in (A) ANTERION and (B) Pentacam HR. 
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Statistical analysis

Statistical analysis was performed using IBM SPSS Sta-
tistics ver. 20.0 (IBM Corp., Armonk, NY, USA). To com-
pare the mean values of measurements were accessed with 

a paired t-test and to evaluate the correlation of parame-
ters, Pearson’s correlation tests were performed. Bland-Al-
tman plots were used to analyze the agreements between 
the two devices, and the 95% limits of agreement (LoA) 
were obtained. The LoA was calculated as the mean dif-
ference ± 1.96 standard deviation. A p-value of less than 
0.05 was considered statistically significant.

Results 

Demographics

A total of 53 eyes of 53 patients (22 males and 31 females) 
without ocular pathology were included. The age range was 
from 19 to 59 years with a mean of 36 ± 9 years. Of the 53 
eyes, five eyes were analyzed for the left eye, and 48 eyes 
were analyzed for the right eye due to the incomplete mea-
surement of the HOAs by the ANTERION device. The 

Table 2. Comparison of ANTERION and Pentacam HR measurements in keratometry and astigmatism 
ANTERION Pentacam HR Mean difference p-value*

Anterior corneal curvature (D)
Ks 43.67 ± 1.49 43.79 ± 1.53 -0.12 ± 0.19 <0.001
Kf 42.63 ± 1.37 42.64 ± 1.41 -0.01 ± 0.20 0.687
Kastig 1.04 ± 0.52 1.14 ± 0.53 -0.10 ± 0.17 <0.001
J0 0.45 ± 0.31 0.52 ± 0.31 -0.07 ± 0.10 <0.001
J45 -0.10 ± 0.16 0.01 ± 0.19 -0.09 ± 0.10 <0.001

Posterior corneal curvature (D)
Ks -6.35 ± 0.25 -6.48 ± 0.26 0.13 ± 0.07 <0.001
Kf -5.98 ± 0.23 -6.10 ± 0.24 0.12 ± 0.07 <0.001
Kastig -0.38 ± 0.11 -0.36 ± 0.13 -0.02 ± 0.08 0.027
J0 -0.18 ± 0.06 -0.18 ± 0.06 0.00 ± 0.04 0.410
J45 0.02 ± 0.04 -0.01 ± 0.05 0.03 ± 0.05 <0.001

TCP (D)
TCPs 43.00 ± 1.51 43.12 ± 1.54 -0.11 ± 0.25 0.002
TCPf 42.13 ± 1.38 42.07 ± 1.42 0.05 ± 0.24 0.058
TCPastig 0.87 ± 0.49 1.03 ± 0.52 -0.17 ± 0.20 <0.001
J0 0.34 ± 0.32 0.44 ± 0.33 -0.10 ± 0.11 < 0.001
J45 -0.10 ± 0.16 0.00 ± 0.20 -0.09 ± 0.09 <0.001

Values are presented as mean ± standard deviation.
D = diopter; Ks = curvature power of the steep meridian of cornea; Kf = curvature power of the flat meridian of cornea; Kastig = 
corneal astigmatism; TCP = total corneal power; TCPs = TCP of the steep meridian of cornea; TCPf = TCP of the flat meridian of 
cornea; TCPastig = astigmatism of TCP; J0 = corneal astigmatism vector at the 90- and 180-degree axes; J45 = corneal astigmatism 
vector at the 45- and 135-degree axes.
*Paired t-test used; p < 0.05 were considered statistically significant.

Table 1. Demographics of subject and autorefractor/keratom-
eter measurements
Characteristics Value
Age (yr) 36 ± 9 (19–59)
Sex (male : female) 22 : 31
Autorefractor/keratometry (D)

Spherical equivalent -3.31 ± 3.26 (-12.75 to +2.75)
Steep keratometry 43.84 ± 1.53 (40.75 to 47.50)
Flat keratometry 42.76 ± 1.42 (39.50 to 45.75)
Corneal astigmatism 1.08 ± 0.50 (0 to 2.25)

Values are presented as mean ± standard deviation (range) or 
number. 
D = diopter.
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mean spherical equivalent measured by the autorefractor/
keratometer was -3.31 ± 3.26 diopters (D) (Table 1). 

Keratometry and TCP

Table 2 shows the mean values and differences in kerato-
metric measurements between the two devices. Of the an-
terior corneal curvature, there was a statistically significant 
difference in Ks and Kastig (p < 0.001), but not in Kf (p = 
0.687). All posterior corneal measurements including Ks, 
Kf, and Kastig showed statistically significant differences 
between the two devices (p < 0.001). In TCP, like the re-
sults of anterior corneal curvature, statistically significant 
differences were observed in TCP of the steep meridian of 
cornea (p = 0.002) and astigmatism of TCP (p < 0.001), but 
not in TCP of the flat meridian of cornea (p = 0.058). Vec-
toral component analysis of astigmatism revealed statisti-
cally significant differences in J0 and J45 of anterior, poste-
rior, and total astigmatism (p < 0.001) except J0 of posterior 

astigmatism (p = 0.410). There were strong positive correla-
tions in Ks, Kf, Kastig between the two devices (r > 0.81, p 
< 0.001) (Table 3). However, for the J45 vector of posterior 
astigmatism, there was a weak positive correlation between 
the two devices (r = 0.39, p = 0.004). Other vectoral compo-
nents were significantly correlated showing strong positive 
correlation (r > 0.78, p < 0.001) (Table 3). Bland-Altman 
analyses for Ks, Kf, and Kastig in anterior and posterior 
corneal curvatures and TCP between ANTERION and 
Pentacam HR showed clinically poor agreement. However, 
J0 and J45 measurements showed clinically good agree-
ment with narrow LoA range in anterior and posterior, total 
astigmatism (Table 3 and Fig. 2A-2O). 

Higher-order aberrations 

There were statistically significant differences in the 
vertical coma, horizontal trefoil, spherical aberration, and 
RMS of the fifth and sixth order (p = 0.043, p = 0.041, p < 

Table 3. Correlation and agreement of keratometry between ANTERION and Pentacam HR
Correlation coefficient p-value* 95% CI 95% LoA

Anterior corneal curvature
Ks (D) 0.99 <0.001 -0.17 to -0.07 -0.50 to 0.26
Kf (D) 0.99 <0.001 -0.07 to 0.04 -0.41 to 0.39
Kastig (D) 0.95 <0.001 -0.15 to -0.05 -0.44 to 0.24
J0 0.95 <0.001 -0.10 to -0.04 -0.27 to 0.13
J45 0.85 <0.001 -0.13 to -0.07 -0.29 to 0.10

Posterior corneal curvature
Ks (D) 0.97 <0.001 0.11 to 0.14 0.00 to 0.25
Kf (D) 0.96 <0.001 0.10 to 0.14 -0.01 to 0.25
Kastig (D) 0.81 <0.001 -0.05 to 0.00 -0.18 to 0.13
J0 0.78 <0.001 -0.01 to 0.02 -0.07 to 0.08
J45 0.39 0.004 0.01 to 0.04 -0.07 to 0.12

TCP
TCPs (D) 0.99 <0.001 -0.19 to -0.05 -0.61 to 0.39
TCPf (D) 0.99 <0.001 0.00 to 0.13 -0.42 to 0.54
TCPastig (D) 0.92 <0.001 -0.22 to -0.11 -0.56 to 0.23
J0 0.94 <0.001 -0.13 to -0.07 -0.32 to 0.11
J45 0.89 <0.001 -0.12 to -0.07 -0.28 to 0.09

D = diopter; CI = confidence interval; LoA = limits of agreement; Ks = curvature power of the steep meridian of cornea; Kf = curvature 
power of the flat meridian of cornea; Kastig = corneal astigmatism; TCP = total corneal power; TCPs = TCP of the steep meridian of 
cornea; TCPf = TCP of the flat meridian of cornea; TCPastig = astigmatism of TCP; J0 = corneal astigmatism vector at the 90- and 
180-degree axes; J45 = corneal astigmatism vector at the 45- and 135-degree axes.
*Pearson correlation test used; p < 0.05 were considered statistically significant. 
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Fig. 2. Agreement of keratometry and astigmatism between ANTERION and Pentacam HR. Solid line showed the mean difference, and 
the other line showed the 95% limits of agreement. (A) Anterior steep keratometry. (B) Anterior flat keratometry. (C) Anterior corneal 
astigmatism. (D) Anterior vector J0. (E) Anterior vector J45. (F) Posterior steep keratometry. (G) Posterior flat keratometry. (H) Posterior 
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0.001, and p < 0.001, respectively) (Table 4). There was a 
significant positive correlation in almost all HOAs, but not 
in the horizontal trefoil and RMS of the fifth and sixth or-
der (Table 5). The total RMS of HOAs was measured at 
0.43 ± 0.12 µm for ANTERION and 0.40 ± 0.13 µm for 
Pentacam HR, and there was no statistically significant 
difference (p = 0.122). Fig. 3A-3J shows the Bland-Altman 
plots for HOAs. The mean differences (95% LoA range) 

were -0.01 ± 0.17 µm (-0.35 to 0.33) for oblique trefoil, 
-0.04 ± 0.13 µm (-0.31 to 0.23) for the vertical coma, 0.00 ± 
0.08 µm (-0.15 to 0.17) for the horizontal coma, -0.05 ± 0.18 
µm (-0.43 to 0.32) for the horizontal trefoil, -0.05 ± 0.18 µm 
(-0.09 to 0.24) for the spherical aberration, and 0.02 ± 0.14 
µm (-0.24 to 0.30) for the total RMS of HOAs. There was 
no systemic or proportional bias in the Bland-Altman anal-
ysis in keratometry and HOAs.

Table 5. Agreement of higher-order aberrations between ANTERION and Pentacam HR

Correlation 
coefficient, (r) p-value* 95% CI 95% LoA

Third order
Oblique trefoil 0.41 0.002 -0.06 to 0.04 -0.35 to 0.33
Vertical Coma 0.77 <0.001 -0.08 to 0.00 -0.31 to 0.23
Horizontal Coma 0.79 <0.001 -0.02 to 0.02 -0.15 to 0.17
Horizontal trefoil 0.18 0.192 -0.11 to 0.00 -0.43 to 0.32

Fourth order
Spherical aberration 0.76 <0.001 0.05 to 0.09 -0.09 to 0.24

RMS of the third order 0.37 0.006 -0.03 to 0.06 -0.29 to 0.32
RMS of the fourth order 0.60 <0.001 0.00 to 0.05 -0.16 to 0.21
RMS of the fifth order 0.14 0.181 -0.07 to -0.03 -0.21 to 0.10
RMS of the sixth order 0.10 0.623 -0.08 to -0.06 -0.17 to 0.03
Total RMS 0.42 <0.001 -0.01 to 0.07 -0.24 to 0.30

CI = confidence interval; LoA = limits of agreement; RMS = root mean square; HOAs = higher-order aberrations
*Pearson correlation; p < 0.05 were considered statistically significant.

Table 4. Comparison of higher-order aberrations between ANTERION and Pentacam HR
ANTERION Pentacam HR Mean difference p-value*

Third order
Oblique trefoil -0.09 ± 0.18 -0.08 ± 0.13 -0.01 ± 0.17 0.697
Vertical coma -0.06 ± 0.20 -0.03 ± 0.20 -0.04 ± 0.13 0.043
Horizontal coma -0.08 ± 0.12 -0.09 ± 0.13 0.00 ± 0.08 0.617
Horizontal trefoil -0.03 ± 0.13 -0.02 ± 0.16 -0.05 ± 0.18 0.041

Fourth order
Spherical aberration 0.23 ± 0.13 0.15 ± 0.10 0.07 ± 0.08 <0.001

RMS of the third order 0.33 ± 0.11 0.30 ± 0.14 0.02 ± 0.15 0.366
RMS of the fourth order 0.26 ± 0.11 0.23 ± 0.10 0.02 ± 0.09 0.063
RMS of the fifth order 0.04 ± 0.05 0.10 ± 0.06 -0.05 ± 0.07 <0.001
RMS of the sixth order 0.00 ± 0.02 0.08 ± 0.05 -0.07 ± 0.04 <0.001
Total RMS HOAs 0.43 ± 0.12 0.40 ± 0.13 0.02 ± 0.14 0.122

Values are presented as mean ± standard deviation. 
RMS = root mean square; HOAs = higher-order aberrations.
*Paired t-test; p < 0.05 were considered statistically significant.
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Fig. 3. Agreement of higher-order aberrations between ANTERION and Pentacam HR. Solid line showed the mean difference, and the 
other line showed the 95% limits of agreement. (A) Oblique trefoil. (B) Vertical coma. (C) Horizontal coma. (D) Horizontal trefoil. (E) 
Spherical aberration. (F) Root mean square (RMS) of the third order. (G) RMS of the fourth order. (H) RMS of the fifth order. (I) RMS 
of the sixth order. (J) Total RMS of higher-order aberrations.

A

D

G

J

B

E

H

C

F

I



345

Y Gim, et al. Comparison of Corneal Measurements between Scheimpflug Camera and Swept Source OCT 

Discussion

In this study, we assessed the agreement of keratometric 
measurements including power vector analysis of astigma-
tism in anterior and posterior cornea curvature, TCP, and 
corneal HOAs obtained by the Scheimpflug camera Penta-
cam HR and SS-OCT based-device ANTERION. There 
were statistically significant differences in most values ex-
cept the anterior Kf, TCP of the flat meridian of cornea, 
and posterior J0. Most of the keratometric measurements 
showed poor agreement, which is difficult to use inter-
changeably. However, J0 and J45 values can be used inter-
changeable, showing mean differences <0.1 D and narrow 
ranges of 95% LoA. Among the corneal HOAs, vertical 
coma, horizontal trefoil, spherical aberration, and each 
RMS of the fifth and sixth order showed statistically sig-
nificant differences and the horizontal trefoil and RMS of 
the fifth and sixth order showed no significant correlation. 
However, almost all HOAs showed clinically acceptable 
agreements with a narrow 95% LoA range.

There have been many efforts to reduce residual refrac-
tive error after ocular surgery such as cataract or refractive 
surgery, and this is closely related to the accurate assess-
ment of the ocular biometrics. Recent studies have shown 
the importance of the considering posterior corneal astig-
matism and total keratometry for cataract surgery, as it has 
been demonstrated to minimize postoperative refractive 
errors [4-9]. The Scheimpf lug device has been used to 
measure both anterior and posterior corneal curvature, and 
the Pentacam HR showed high accuracy for total corneal 
astigmatism [28]. Park et al. [29] reported that when select-
ing the appropriate toric IOL cylinder power, vector sum-
mation using the anterior and posterior corneal curvature 
measured by Pentacam HR showed decreased prediction 
error for astigmatism, and was superior to IOL Master ker-
atometry and simulated keratometry from Pentacam HR. 
As such, since the clinical usefulness of Pentacam HR for 
keratometry and utilization has already been proven, it is 
important to evaluate compatibility with Pentacam HR for 
other newly developed devices. 

In other studies of inter-device comparison for keratom-
etry, Ozyol et al. [30] assessed the agreement between Pen-
tacam HR and IOL Master 700 in 62 eyes of 62 patients. 
When comparing the mean keratometry (Km) of the IOL 
Master 700 of the 2.5-mm zone with that of the Pentacam 
HR at the 2- and 3-mm zone, there was a statistically sig-

nificant difference between the two devices (p < 0.001), 
and the 95% LoA ranged from -0.45 to 0.17 D in the 2-mm 
zone and -0.38 to -0.02 D in the 3-mm zone. These differ-
ences are sufficient to cause refractive errors when calcu-
lating the IOL power. However, there were agreements on 
the J0 and J45 vectoral components of astigmatism of sim-
ulated keratometry, showing that the mean difference was 
0.07 ± 0.09 D with a 95% LoA of -0.10 to 0.24 for J0 and 
-0.016 ± 0.15 D with a 95% LoA of -0.31 to 0.27 for J45. 
Cui et al. [31] compared keratometric measurements using 
the Pentacam HR and Cassini in 117 eyes of 117 patients 
before cataract surgery. The statistically significant differ-
ences were observed in Km, astigmatism, and J0 for the 
anterior cornea and in Kf, Km, astigmatism, and J0 for the 
posterior cornea. In addition, the ranges of 95% LoA were 
large for most variables not to be used interchangeably, ex-
tending beyond 0.5D in most of the variables. Tana-Rivero 
et al. [22] compared the ocular biometry of 49 eyes using 
ANTERION, IOL Master 700, and Pentacam AXL (Ocu-
lus) and reported no statistically significant difference for 
anterior Ks and Kf. For the agreement between ANTERI-
ON and Pentacam AXL, the 95% LoA range was wide 
(from -0.3643 to 0.5069 D for Kf and from -0.3705 to 
0.5638 D for Ks). Pan et al. [32] assessed the agreement of 
ray-traced TCP using a Pentacam, Sirius Scheimp-
flug-Placido topographer (CSO, Firenze, Italy), and Galilei 
dual Scheimpflug analyzer (Ziemer, Port, Switzerland) in 
74 eyes of 74 healthy subjects. They reported that the sin-
gle Scheimpflug camera, Pentacam, and Sirius, showed an 
almost identical result in TCP with a 95% LoA of -0.45 to 
0.51 D, which is clinically acceptable. Nonetheless, the 
dual Scheimpflug camera showed a higher value, and they 
said the difference in principle (single or dual Scheimp-
flug) of the devices contributed to this difference in results. 
Savini et al. [33] compared anterior segment values using 
the AS-OCT device MS-39 (CSO, Florence, Italy) and Pen-
tacam HR and Sirius. The results showed that MS-39 can-
not be considered interchangeable due to moderate agree-
ment. Sel et al. [34] compared Pentacam AXL and IOL 
Master 700 in 50 eyes, and concluded that J0 and J45 val-
ues are interchangeable with mean difference of 0.02 ± 0.11 
for J0 (p = 0.115), 0.02 ± 0.10 (p = 0.255) with narrow 95% 
LoA; -0.18 to 0.23 for J0, -0.18 to 0.21 for J45. However, 
Km, anterior chamber depth, and AXL are not inter-
changeable between two devices. In line with previous 
studies, the keratometric values were not interchangeable, 
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showing a wide range of 95% LoA in anterior K (0.68 to 
0.80 D), posterior K (0.25 to 0.31 D), and TCP (0.79 to 1.10 
D) in this study. However, vectoral components were inter-
changeable, showing a narrow range of 95% LoA in ante-
rior J0 (-0.27 to 0.13), anterior J45 (-0.29 to 0.10), posterior 
J0 (-0.07 to 0.08), posterior J45 (-0.07 to 0.12), TCP J0 (-0.32 
to 0.11), and TCP J45 (-0.28 to 0.09). 

Regarding corneal HOAs, previous studies have report-
ed the results of comparing HOAs measured by different 
devices. Piccinini et al. [35] compared the HOAs using the 
Pentacam HR and Galilei G4, which were based on a dual 
Scheimpflug camera with a placido system in 105 eyes of 
105 subjects. Total RMS, coma, and trefoil showed signifi-
cant difference (p < 0.001) but not in spherical aberration 
(p = 0.125). The mean differences (95% LoA range) were 
-0.0034 ± 0.101 µm (-0.233 to 0.166) for the oblique trefoil, 
0.052 ± 0.103 µm (-0.150 to 0.254) for the horizontal trefoil, 
0.152 ± 0.141 µm (-0.125 to 0.427) for the horizontal coma, 
-0.055 ± 0.139 µm (-0.328 to 0.217) for the vertical coma, 
and 0.012 ± 0.081 µm (-0.159 to 0.159) for the spherical ab-
erration, and 1.238 ± 0.677 µm (-0.536 to 1.081) for the total 
RMS, showing reasonable correlations and narrow 95% 
LoA between two devices, all of which suggest these mea-
surements can be considered equivalent for a clinical set-
ting. Kim et al. [36] compared the measurement of 45 eyes 
using a color LED topographer Cassini, and Pentacam HR. 
Among the measurements, spherical aberration, coma, tre-
foil, tetrafoil, and astigmatism of anterior, posterior and 
total keratometry did not differ between the two devices, 
but there were significant differences in the mean of ante-
rior and total keratometry and the axis of astigmatism of 
anterior cornea curvature. In the agreement analysis, total 
corneal astigmatism and vector component J0, J45 showed 
a low degree of agreement (95% LoA: -0.845 to 1.125 D for 
astigmatism, -2.415 to 2.235 D for J0, -1.389 to 0.989 D for 
J45). Shin et al. [37] compared corneal curvature and 
HOAs using a Placid-based videokeratoscope Keratron 
scout (Optikon, Rome, Italy) and Pentacam HR in 46 eyes 
of 23 patients. They reported that there was no statistically 
significant difference for the anterior Ks, Kf, and Km and 
total RMS, corneal spherical aberration, but not in the 
coma of a total cornea (p = 0.005), and the trefoil of an an-
terior and total cornea (p < 0.001). In the present study, 
vertical coma, horizontal trefoil, spherical aberration, and 
each RMS of the fifth and sixth order showed a statistical-
ly significant difference. Nevertheless, there were moder-

ate or higher correlations and an acceptable 95% LoA 
range in all HOAs except the horizontal trefoil and RMS 
of the fifth order and RMS of sixth order. The values of 
HOAs decreased as the order of the Zernike coefficient in-
creased as others have shown [38]. Especially in ANTEI-
RION, the RMS of the fifth and sixth order HOAs showed 
up as zero in many cases. This may affect the wide range 
of the 95% LoA in RMS of the fifth and sixth order HOAs 
in this study. 

In this study, the two devices were interchangeable in 
some, but not interchangeable in others. Since both devices 
are expensive, it is not common to have both devices in 
one clinic. And ophthalmologists are often faced with the 
task of interpreting results that have been tested in other 
clinics against the results of their own instruments. Thus, 
it is necessary to compare and investigate the interchange-
ability of results of two different devices in a clinical set-
ting. Considering the cause of the difference in corneal 
measurements between two devices, the most likely cause 
is the difference in measurement principles. Above all, 
there is a difference in light source between Scheimpflug 
camera, which obtains an image of anterior segment by 
emitting a blue LED with a wavelength of 450 nm, and 
OCT-based technology using light with a wavelength of 
1,300 nm. ANTERION take a shorter time for image ac-
quisition than Pentacam HR, which may be less chance of 
giving irritation to the subjects. In addition, ANTERION 
applies an eye-tracking technology during all measure-
ments. These differences may affect the differences in re-
sults of the two devices in the present study. 

This study has a few limitations. First, the number of 
subjects was relatively small, and adults aged only 20 to 60 
were included. Second, since the measurement was not re-
peatedly performed for each device, the measurement er-
ror for the value itself cannot be excluded. However, both 
devices have shown good repeatability in other previous 
studies [16,33,39]. Also, image quality is always checked 
during image acquisition. In addition, all the participants 
in this study were well cooperated with no underlying 
medical/ophthalmological history and fully understood the 
examination method, so examinations proceeded easily 
with an experienced examiner. Thus, it is thought that the 
measurement error would have been small. Third, compar-
isons were not made according to the degree of refractive 
error, which can affect HOAs [38]. Fourth, patients who 
had corneal diseases such as keratoconus or underwent 
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corneal refractive surgery were not evaluated. Further 
studies with patients of various age groups, refractive er-
rors, and corneal conditions would be necessary. In addi-
tion, as there are more devices based on various principles, 
it is necessary to use them to compare anterior segment 
measurements together. 

In conclusion, our study is the first to compare the ker-
atometry, including TCP and HOAs, between ANTERION 
and Pentacam HR. Our results showed that there are statis-
tically significant differences in keratometic measurement 
not acceptable for interchangeable use. However, HOAs 
showed acceptable agreement, except for horizontal trefoil 
and RMS of the fifth and sixth order. 
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